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surgical outcomes. [7] [8] [9] [10] [11] [12] [13] However, the application of 3D printed organ models as advanced surgical aids is currently ham pered in two main aspects. First, current 3D printed organ models, while anatomically correct, lack precise mimicry of the physical properties of real tissue. [7] This limits their appli cation for accurate prediction and replication of organ physical behavior, such as deformation and reaction force during sur gical handling. The organ models are typically printed using commercial hard plastics and rubberlike materials (Polylactic acid, Polystyrene, NinjaFlex, etc.). [14] There are significant dif ferences in tactile sensation, mechanical properties, and color of these materials compared to their biological counterparts, limiting their effectiveness in preoperative planning, rehearsal with surgical tools, and other surgical tasks such as pressing and cutting. [7, 8] Ideally, a 3D printed organ model would match the mechanical and physical properties of the organ and tissue, including viscoelasticity and hardness. Second, current organ models lack the ability to collect quantitative feedback from organ and tissue handling. This important metric is an indi cator of surgical performance and can provide important feed back for physical trainers or simulators. This feedback includes providing medical professionals with the ability to quantify and control the force ranges they apply to the organ during preop erative rehearsal and training.
Here we demonstrate a new concept in the development of 3D printed patientspecific prostate models using customized polymeric inks to address the abovementioned issues. The developed model has physical properties closely matching those of prostate tissue and integrated sensing capabilities that can be used for advanced surgical aid applications. We chose the prostate as a proofofprinciple organ model, due to its relatively simple geometry. In addition, prostate surgeries have inherent risks for damaging the urethral sphincter and neurovascular bundle during prostate removal, and therefore, proper preop erative planning and rehearsal via a 3D printed prostate model may have implications for surgical outcomes in thousands of patients worldwide. [15] Figure 1a provides an overview of the concept: a patient specific, 3D printed prostate model that exhibits the physical properties of tissue with high fidelity and provides sensing capabilities via integrated soft tactile sensors. Two potential sur gical aid examples of the proposed model are also depicted in Figure 1a : organ physical behavior prediction and quantitative surgical rehearsal. The following six steps were conducted for the development and application of the advanced 3D printed prostate models: (1) collection and analysis of organ anatomy and properties of prostate tissue, including static and dynamic mechanical properties, hardness, and optical reflection ( Figure 1b) ; (2) design and development of customized poly meric inks based on the tissue data, and ink fidelity analysis with the physical properties of tissue; (3) 3D printing of pros tate models and anatomical fidelity analysis; (4) www.advmattechnol.de the application of 3D printed prostate models as advanced sur gical aids for quantitative prediction of organ physical behavior and comparison with corresponding finite element method (FEM) simulations; (5) 3D printing soft tactile sensors for inte gration on the model surfaces and interiors; (6) investigating the practical and quantitative aspects of the 3D printed prostate models as advanced surgical aids via the application of diag nostic and surgical tools.
A critical step is to formulate customized polymeric 3D printing inks to adequately mimic patient prostate tissue. There are several requirements for an ideal ink formula tion, including adjustable properties, good printability, maintaining stable structures and properties during and after printing, vulcanization at room temperature within a short time period, and convenient preparation. In general, the customized inks consisted of three main components: an active agent for vulcanization, a bulking agent, and addi tives (Figure 2a) . The composite nature of the inks is analo gous to human tissue. [16, 17] We ultimately selected silicone sealant (room temperature vulcanization) as the active agent to stabilize the structures, silicone grease as a bulking agent to contribute softness and flexibility, and additives for fine tuning of color and/or printability. The prime components in the ink system are all siliconebased materials, which ena bles their homogeneous mixture. Siliconebased materials exhibit appropriate shear thinning behavior, resist polymer creep before crosslinking, and have good elasticity after crosslinking.
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Figure 2. Design and development of customized polymeric inks based on patient-specific prostate tissue data, and resulting ink fidelity with physical properties of the tissue. a) Schematic of the composite structure of the customized polymeric inks. b) Preparation procedure for the customized polymeric inks. c) A plot of prime component weight ratios versus Young's moduli for the polymeric inks. d) Log-log plots of apparent viscosity versus shear rate for a customized polymeric ink (including its constituent components) used for printing the prostate model. e) Static compression fidelity via stress-strain curves between different patient prostate tissue samples (Tissues 1-3) and printed samples of customized polymeric inks (Inks 1-3). f) Dynamic compression fidelity of storage modulus between a patient prostate tissue sample (Tissue 2) and a sample of customized polymeric ink (Ink 2) at frequencies of 0.1-20 Hz and strains of 0.05, 0.10, and 0.20. g) Dynamic compression fidelity of loss modulus between a patient prostate tissue (Tissue 2) and a sample of customized polymeric ink (Ink 2) at frequencies of 0.1-20 Hz and strains of 0.05, 0.10, and 0.20. h) Hardness fidelity via load-depth curves between a patient prostate tissue sample (Tissue 2) and a sample of customized polymeric ink (Ink 2). i) Optical fidelity via reflection curves between patient prostate gross tissue and a customized polymeric ink (Ink 2).
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www.advmattechnol. de By adjusting the component ratios as a general preparative procedure for different ink formulations (Figure 2b ,c and Figure S1 and Table S1 , Supporting Information), the print ability can be optimized and the properties of the inks can be tuned to match the different tissue mechanical properties. As shown in Figure 2c and Table S1 in the Supporting Infor mation, by increasing the weight ratios of the active agent to the bulking agent (from 0.26 (0.82/3.18) to 0.38 (1.10/2.90)), the corresponding values of Young's moduli increase (from 10.3 ± 3.0 to 46.1 ± 3.4 kPa). This trend correlates with the increase of the crosslinking density, which can be used to tailor the mechanical properties of the inks. Thus, this trend can be utilized as a reference for adjusting the composition of the poly meric inks to match the tissue mechanical properties. Rheolog ical properties of the two main components of the custom inks were used as a reference for adjusting the printing conditions ( Figure 2d ). As the shear rate increased from 10 −1 to 10 3 s −1 , the apparent viscosity of the inks decreased from 10 3 to 10 Pa s or less, which confirms the shear thinning behavior of the developed inks. This facilitates the flow of the inks through fine nozzles during the 3D printing process. [18] Following development, a quantitative analysis of the inks allowed us to quantify the fidelity of the physical properties to tissue, including a comparison of static and dynamic compres sion, hardness, and optical reflection characteristics between the printed inks and their corresponding tissue samples. For quantitative analysis of fidelity of static compression, stressstrain curves for cylindrical samples from patient prostate tissue were compared to printed samples of customized polymeric inks (Figure 2e ). At 0-0.15 strain range (an acceptable range for most surgical tasks on prostate), the customized polymeric inks 1, 2, and 3, containing different ratios of active and bulking agents (Table S1 , Supporting Information), closely matched the general trends of stress-strain curves obtained from three prostate tissue samples, suggesting patientspecificity in ink composition. The Young's moduli for strains less than 10% for representative samples of inks 1 (31.6 kPa), 2 (26.0 kPa), and 3 (12.4 kPa) (see Figure 2c and Table S1 , Supporting Informa tion, for prime component ratios in the formulations, average modulus values, and corresponding standard deviations) are analogous to tissue samples 1 (25.7 kPa), 2 (20.3 kPa), and 3 (10.9 kPa). At high strains, the modulus values increase with a nonlinear trend for tissue samples (due to viscoelastic, poroe lastic, and anisotropic properties of soft tissue) [19] [20] [21] and poly meric ink samples (due to viscoelastic behavior). The values obtained for Young's moduli are also comparable to previous reports for the prostate tissue samples [22] and are well below the values for typical 3D printed hard plastics and rubberlike mate rials. Indeed, the Young's moduli for commercial Loctite RTV silicone (595 CL, Young's modulus = 0.24 MPa) and NinjaFlex (Young's modulus = 15.20 MPa) are at least one order of mag nitude higher than patient prostate tissue and our customized polymeric inks ( Figure S2 , Supporting Information).
After demonstrating the capability of tailoring ink compo sition to match the properties of a specific tissue, we chose the ink 2/tissue 2 pair as a representative example for the remainder of the characterization, 3D printing and proof of concept demonstrations. For quantitative analysis of the fidelity of dynamic compression properties, the mechanical responses of cylindrical samples under applied dynamic compression were evaluated and compared for ink 2 and the corresponding tissue 2 (Figure 2f,g ). Both storage (E′) and loss (E″) moduli for cylindrical samples of tissue 2 and ink 2 at 0.05, 0.10, and 0.20 strains showed high fidelity. For the storage modulus, the values for both tissue and ink increased with increasing oscil lation frequency (0.1-20 Hz) and strain (0.05-0.20). The trends of the obtained results are similar to previous reports for bio logical tissue (for example, human cervix tissue) exhibiting viscoelastic properties. [21] For the loss modulus, the values only indicate a clear increase with oscillation frequency.
For quantitative analysis of the fidelity of hardness, a nanoin dentation methodology was applied. [23, 24] The hardness proper ties of the cylindrical samples for both tissue and printed inks were tested and compared for tissue 2 and ink 2, showing that the load-depth curves for tissue 2 and ink 2 overlap (Figure 2h) . The difference is ≈0.1% of the tissue hardness at the maximum nanoindenter load for these two specific test results (the differ ence is 7.8% of the tissue hardness for the average hardness values), indicating high fidelity. For quantitative analysis of the optical fidelity, optical reflections at the outer surface of the gross prostate tissue and ink 2 were compared ( Figure 2i ). [25] Both the tissue and the ink possess the strongest reflection at wavelengths of 590-700 nm (orange and red), indicating good optical fidelity. Finally, the average density of the 3D printed model and inks was calculated to be 1.05 ± 0.07 g cm −3 , which is identical with human prostate tissue (1.05 g cm −3 ). [26] Next, information about the prostate anatomy extracted from MRI scans (Movie S1, Supporting Information) was utilized to create a stereolithographic (STL) model and sliced into hori zontal layers to generate Gcode for the 3D printing process (Figure 3a ) using our custombuilt 3D printing system. Unlike conventional commercial 3D printers that use heating for extru sion of thermoplastic filaments, this setup uses adjustable pres sure settings, which is better suited to handle the shear thinning properties of siliconebased polymeric inks at room tempera ture. [27] The 3D printing process (Figure 3b and Movie S2, Supporting Information) follows the pathways dictated by the corresponding sliced STL model ( Figure S3 , Supporting Infor mation) in order to generate the final 3D printed prostate model (Figure 3c ). The printed models were typically left untouched for at least 1-3 days prior to performing the remaining experiments. A quantitative analysis of the organ model allowed us to quantify the fidelity of the anatomy between the 3D printed prostate model and its corresponding patient prostate. First, a 3D registration technique was used for surface compar ison [28] in order to analyze anatomical fidelity. The 3D printed prostate model was scanned by MRI, and then the MRI image stack (Figure 3d and Movie S3, Supporting Information) was utilized to generate an STL model. A calibrated distance map ( Figure 3e ) and a histogram of the calibrated distances (Figure 3f ) of the corresponding points on the surface of the patient prostate model and 3D printed prostate model were generated via 3D registration. The results indicated that the anatomical difference for the outer surface (Figure 3e (left) ) and inner urethra surface (Figure 3e (right) ) is trivial, and most of the calibrated distance points scatter from −0.8 to 0.3 mm, with peaks close to 0 mm (Figure 3f ). The overall anatomical fidelity was found to be 98% (Supporting Information).
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www.advmattechnol. de Next, considering the high fidelity of the ink properties and anatomical structure, the 3D printed prostate model can be used to predict the physical behavior of patient organs during surgical handling, which can help avoid the application of excessive defor mation and force, and thus tissue damage during operation pro cedures. Our evaluation of organ physical behavior includes both FEM simulations of the patient organ and compression tests on the 3D printed prostate model ( Figure S4a , Supporting Informa tion). This procedure evaluates the predicted deformation of the 3D printed model both geometrically and mechanically. [29] [30] [31] We selected an Ogden 3rd order model [32, 33] that fits the stressstrain curves of both the prostate tissue 2 and customized ink 2 for FEM simulation (Supporting Information) within the strain range of 0-0.15 ( Figure S4b and Table S2 , Supporting Information). We then simulated a compression process (15% of entire model height, about 4.64 mm) via lowering the plate on top of the patient prostate model from its original state ( Figure S4c , Supporting Information) and fixing the bottom plate. The dif ferent parts of the model showed varying deformation under the same applied compression (Figure 3g and Movie S4, Supporting Information). The reaction force of the model during compres sion was also predicted. The results from the FEM simulation provide a reference for organ physical behavior.
To demonstrate that the 3D printed prostate model can accu rately and directly predict the organ physical behavior under compression, we designed a compression test by employing the 3D printed prostate model ( Figure S4d , Supporting Informa tion) under the same conditions as the simulation. A custom ized stereo system was designed to track the deformation of the prostate model ( Figure S5 , Supporting Information). [34] [35] [36] [37] [38] [39] The Figure S6 , Supporting Information). Then, we read the dis placement values for the dots from the simulated model. Finally, we compared the displacements of the dots in the compression test with the ones in the FEM simulation and found that the dif ferences in average displacement for each dot were within 10% of simulation results (Figure 3h ). In addition, the reaction force versus strain in the compression test was similar to the FEM simulation results (1.82 ± 0.11 N for the compression test and 1.74 N for the simulation at a strain of 0.15, and 1.04 ± 0.06 N for the compression test and 1.02 N for the simulation at a strain of 0.10) (Figure 3i ). These results demonstrate the feasibility of uti lizing the 3D printed prostate model for organ physical behavior prediction.
We next sought to investigate the use of the 3D printed prostate models in surgical rehearsal simulations. We first applied an endoscope to enter the urethra of the 3D printed prostate model (Figure 4a and Figure S7 , Supporting Infor mation). To further enhance the effectiveness of the model as a surgical aid, we repeated this application with the prostate model embedded in a kidney-urethra-bladder model from the Center for Research in Education and Simulation Technologies (CREST) [40] ( Figure S8 , Supporting Information). Due to the matching physical properties of the model with tissue, the endo scope can be easily inserted into the urethra to obtain an endo scopic view for any region of the surface, even under conditions of pressing or squeezing ( Figure 4b and Movie S6, Supporting Information). The endoscopic view from the 3D printed pros tate model showed the unfilled prostatic urethra in the patient's MRI which was neither dilated by the endoscope nor filled by irrigating fluid and urine. Thus, this application suggests the effectiveness of these organ models in assisting medical professionals for more efficient planning and rehearsal from organ inner channels via the use of an endoscope. In addition, we conducted a suturing experiment on the 3D printed pros tate model with the aid of a surgeon ( Figure 4c and Movie S7, Supporting Information). Although this is not a common prac tice for the prostate organ, it indicated that the 3D printed models exhibited sufficiently good strength to avoid excessive damage during invasive surgical procedures, such as needle penetra tion. Furthermore, feedback from the surgeon indicated that 3D printed prostate model remained robust during suturing, it did not exhibit any tearing, and the surgical knot did not pull through.
Next, we 3D printed soft capacitive tactile sensors [41] for incorporation onto the 3D printed prostate model with the purpose of offering quantitative sensing capabilities via con formal integration. The sensor consists of a polyacrylamide based ionic hydrogel and a siliconebased dielectric elastomer (Figure 4d ), which were used as the electrodes and electroac tive component of the sensor, respectively. [41, 42] The hydrogel electrodes and the dielectric elastomer layer have elastic moduli of 11.05 ± 2.97 and 75.47 ± 12.65 kPa at 100% strain rate, respectively. In addition, they possess shear thinning proper ties, which facilitates the 3D printing process. We also added silicone layers on the top and bottom of the device to facilitate its handling and longevity. The final 3D printed device has dimensions of 10 × 10 × 1.2 mm 3 (L × W × H). Upon the appli cation of external pressure to the sensor, the dielectric elas tomer experiences a deformation (compression of thickness and expansion in area), which results in a change in device capacitance. [41, 42] After printing, the sensor was calibrated using pin compression under various applied pressures ( Figure S9 , Supporting Information). The response of the tactile sensor exhibited excellent repeatability in terms of capacitance change under applied pressure (Figure 4e , under 50 kPa of applied pressure as a demonstration example). The capacitance change and the applied pressure showed a linear correlation at a pres sure range of 20-120 kPa (Figure 4f ). This calibration data can be used to calculate the pressure applied to the tactile sensor via corresponding changes in capacitance.
We designed and conducted quantitative surgical rehearsal applications using the 3D printed prostate model with the integrated 3D printed sensors. These applications aim to train medical professionals to quantitatively realize and control the amount of applied pressure and its duration within reasonable ranges before operating on patient organs. For each applica tion, we applied three quick press-release and three presshold-release cycles using either a finger or surgical and diag nostic tools on the sensor. For the first application example, we integrated the sensor on the outer surface of the model. Then we applied finger pressing, a surgical grasper, and surgical scissors to the sensor and deduced their corresponding pres sure responses from the capacitance changes (Figure 4g ,h and Figure S10a , Supporting Information). For the second applica tion example, we integrated the sensor on the urethra surface of the model. Then, we used an endoscope, surgical grasper, and surgical scissors on the sensor and deduced their corre sponding pressure responses from the capacitance changes (Figure 4i,j and Figure S10b , Supporting Information). The realtime applications and corresponding capacitance changes of the sensor in the first and second application examples are shown in Figure S11 and Movies S8-S13 in the Supporting Information.
In summary, we have designed and developed a series of novel methodologies and customized inks for fabricating a 3D printed prostate model with physical properties of tissue and integrated sensing capabilities that can be used for quantitative, advanced surgical rehearsal. The 3D printed prostate model demonstrated high fidelity with patient organ and tissue in ana tomical, static and dynamic mechanical, hardness, and optical properties. Therefore, the prostate model can aid medical pro fessionals to perform more effective preoperative planning and rehearsal and predict organ physical behavior more accurately. The tissuelike tactile sensation can help to hone surgical skills for training purposes. In addition, the flexible urethra pro vides the possibility of practicing with tools within organ chan nels. Finally, conformal integration of 3D printed soft tactile sensors on the surface of the 3D printed prostate model allows the model to exhibit quantitative feedback. Future studies will focus on several different directions, including: (1) fabrication of organ models with heterogeneous properties, durometers, 1700235 (7 of 9) www.advmattechnol.de and dynamic functionalities; (2) direct integration of 3D printed electronics for multidimensional feedback; (3) incorporation of virtual and assisted reality tools; (4) evaluation of this work in real use cases for patient safety and surgical outcomes; and (5) manipulation of anisotropic properties of the different organ models, since previous work has shown that by con trolling the orientation of printing pathways [43, 44] and imbed ding fillers, [45, 46] anisotropic properties can be introduced into 3D printed materials and models. Overall, we believe that the concept of creating 3D printed patientspecific organ models with anatomical accuracy, physical properties of tissue, and integrated 3D printed soft electronics suggests a new paradigm in preoperative practice.
Experimental Section

Fabrication of Customized Polymeric Inks with Physical Properties of Tissue for 3D Printing:
Silicone sealant (acetoxy-based RTV sealant Loctite SI 595 CL), silicone grease (#LP20, Trident), Procyinyl Red GS (ICI America Inc.), and fumed silica (7 nm, Aldrich) were combined in the formulation as an active agent for vulcanization, a bulking agent (softness after vulcanization), a coloring agent, and a thickening agent, respectively. The active agent and the bulking agent were mixed at proper weight ratios (Figure 2c and Table S1 , Supporting Information) to achieve different values of Young's modulus via a mixer (ARE-310, Thinky) to form the primary component of the customized polymeric inks.
3D Printing of Organ Models:
The MRI image pack (1 mm resolution) of the patient prostate organ was processed to generate G-code for printing using a custom-built 3D printing system (AGS 100, Aerotech). The customized polymeric ink and supporting ink (Loctite SI 595 CL) were deposited from two dispensing apparatuses. The supporting ink was removed mechanically after the inks in the model were fully cured. For more complex organ models, the supporting ink can be replaced with 33 wt% Pluronic F-127 (Sigma-Aldrich) in water. The supporting ink can then be easily removed via flushing with water at 4°C.
Characterization of Prostate Tissue and Customized Polymeric Inks:
The human prostate was collected using radical prostatectomy. The tissue was cut into cylindrical samples for testing. The customized polymeric inks were 3D printed into cylindrical samples for direct comparison of results. Static and dynamic compression tests were carried out using a mechanical analyzer (RSA-G2, TA Instruments). The hardness tests were conducted on a nanoindentation system (Nanoindenter XP, MTS). For optical reflection tests, the gross tissue and colored 3D printed samples were evaluated using fiber optic equipment (Ocean Optics).
Rheological Characterization: The rheology of the customized polymeric ink and its corresponding active and bulking agents was characterized on a magnetic bearing rheometer (AR-G2, TA Instruments).
MRI of 3D Printed Prostate Model: Imaging of the 3D printed prostate model was carried out using an MRI system (9.4 Tesla) while the 3D printed prostate model was placed in a 31 cm bore (Magnex Scientific).
3D Registration for Anatomical Fidelity: 3D registration of the STL files between the 3D printed prostate model and the patient prostate model was achieved using CloudCompare software.
FEM Simulation: The FEM software employed for simulation was ANSYS Workbench 17.1 and the component was Static Structural. An Ogden third model was used to fit the measured strain-stress data. The simulation setup was configured to be identical to the compression test. The contacts between the FEM model and plates were defined as frictional with a friction coefficient of 10, and 137 905 nodes were generated for the model with a size of 45.14 mm × 41.70 mm × 30.95 mm (L × W × H). In the mesh section, the element size of the prostate model was set to be 3 mm, and the surface size of the contacting areas with the top and bottom plates was set to be 1 mm. The top and bottom plates were meshed by sweeping in the Z-axis with one division separately, and the edges were divided into 20 segments each with a bias factor of 5. The element types were determined via ANSYS Workbench.
3D Displacement Measurement Using Stereo System with Feature Dots During Model Compression:
A 3D displacement measurement procedure based on a stereo system was designed and applied to track the 3D trajectories of the feature dots on the 3D printed prostate model (ink 2, 100% fill density) during model compression by a mechanical analyzer (RSA-G2, TA Instruments). The reaction force was also read from the mechanical analyzer.
Mapping of the Feature Dots to the Corresponding Locations on the FEM Simulation Model:
A 3D printed prostate model with feature dots was coated with a thin layer of baby powder for 3D scanning (HDI 109, GoMeasure3D). The scanned model and the FEM simulation model were then imported into the CloudCompare software for 3D registration with a uniform coordinate system. The location coordinates (x, y, z) of the feature dots on the scanned model were used to map the corresponding locations with the same coordinates on the FEM simulation model.
3D Printing and Calibration of Soft Tactile Sensor:
A soft capacitive sensor device was 3D printed by alternately depositing layers of two different materials (polyacrylamide-based ionic hydrogel and siliconebased dielectric elastomer), followed by their photopolymerization via exposure to a UV system (Omnicure S1500, Excelitas Technologies). The soft sensor was then calibrated by applying varying pressures to the device and measuring the changes in capacitance.
Advanced Surgical Rehearsal Using the 3D Printed Prostate Model:
(1) An endoscope was inserted into the urethra of the model and the endoscopic view was observed from the surgical display in the endoscopic tower station (Stryker). (2) Surgical suturing was conducted on the surface of the 3D printed prostate model with the assistance of a surgeon and by utilizing a surgical needle for penetration and surgical thread (ETHICON) for suturing. (3) Finger, surgical, and diagnostic tools were applied on the sensors integrated on the surface and interior of the 3D printed prostate model. For each application, three quick press-release and three press-hold-release cycles were applied. The signal responses of capacitance changes of the sensor were then converted into values of applied pressures via sensor calibration data.
Experimental details for procedures and parameter settings as well as theoretical models can be found in the Supporting Information.
Supporting Information
Supporting Information is available from the Wiley Online Library or from the author. 
Experimental Details
Fabrication of customized polymeric inks with physical properties of tissue for 3D printing
The ink formulation consists of active agent: silicone sealant (Loctite SI 595 TM 
3D printing of organ models
The MRI image pack (1 mm resolution) of a patient organ (prostate) was edited via Vitrea 
Characterization tests for prostate tissue and customized polymeric inks
The human prostate was collected immediately following radical prostatectomy. For optical reflection tests, the outer gross tissue of prostate and colored 3D printed samples were directly evaluated using fiber optic equipment (Ocean Optics) within a visible light wavelength range of 390-700 nm.
Rheological characterization
The rheology characterization of the customized polymeric ink and its corresponding active agent and bulking agent components were performed on a magnetic bearing rheometer (AR-G2, TA Instruments) with a steel plate (25 mm diameter) in Smart Swap geometry at 25 °C.
Flow experiments were conducted via a logarithmic sweep of shear rate at 0.1-1000 s -1 with a 500 μm gap between the Smart Swap geometry and the lower geometry.
MRI of 3D printed prostate model
Imaging was carried out using an MRI system (9.4 Tesla), while the 3D printed prostate model was placed in a 31 cm bore (Magnex Scientific). The field of view (FOV) was set to 5 mm × 5 mm × 5 mm. The number of scans and views were set to 200 and 128,000, respectively.
3D registration for anatomical fidelity
A 3D model of the printed prostate was obtained from the MRI image stack using the Mimics software package. 3D registration of the STL files between the 3D printed prostate model and the patient prostate model was achieved using CloudCompare open source software.
CloudCompare was also used to obtain a distance map and a histogram of the distances of the corresponding points on the surface for the overlaid 3D models, using a comparison of 3 × 
FEM simulation
The FEM software employed for this research was ANSYS Workbench 17.1 and the used component was "Static Structural." The first step of the simulation was to create a material model that wase assigned to the prostate geometry in the subsequent step. The density of the ink was set to be 1.05 mg/ml for human prostate tissue. The uniaxial compression strain-stress relationship of the prostate tissue was added to the engineering data in a table format. A third order Ogden hyperelastic model [1] was employed to fit the data and generate the strain-stress curve ( Figure S4b ). The strain energy density function for the third order Ogden hyperelastic model is:
where ( ) are the deviatoric principal stretches of the Left Cauchy-Green tensor (in the case of uniaxial test ), is the determinant of the elastic deformation gradient, and are material constants which can be retrieved from the input data.
The initial shear modulus is given as:
and the initial bulk modulus is:
The strain-stress relation derived from this model is:
where is stress and is strain; in the case of compressive deformation, .
The geometric model of the prostate was obtained from the MRI scan of a human prostate and was exported as an STL file which was then imported into MeshLab to reduce the number of surfaces to 5,000. In order to generate an identical initial orientation between the geometric model and the printed model in the following compression test, a 2 mm section was cut and removed from the bottom of the geometric model to form a flat plane and make it stably sit on the bottom plate. The geometry had a size of 45.14 mm × 41.70 mm × 30.95 mm (L × W × H). The simplified geometry was resaved as a SolidWorks part file, which can then be imported into ANSYS Workbench 17.1. After importing the SolidWorks part file into the "Geometry Modeler" section, two plates with the same size of 60 mm × 60 mm × 2 mm (L × W × H) were created contacting the top and bottom boundaries of the prostate model. In the "Model" section, structural steel was assigned to these two plates, and tested tissue data fitted by the Ogden third order model was assigned to the prostate. The contacting interfaces between the prostate and the testing plates were defined as frictional, with a friction coefficient of 10 to avoid sliding of the model on the plates. 137,905 nodes were generated after meshing the three geometries with the interfacial surface meshing size being 0.7 mm. In the mesh section, the element size of the prostate model was set to be 3 mm, and the surface size of the contacting areas with the top and bottom plates was set to be 1 mm. The top and bottom plates were meshed by sweeping in the Z-axis with one division separately, and the edges were divided into 20 segments each with a bias factor of 5. The element types were determined via ANSYS Workbench. A displacement of about 4.64 mm from the original position in the -Z direction was assigned to the top plate, and the bottom plate was set as fixed to compress the prostate model for about 15.0% of its height. A total compression time of 9.28 seconds was set to make the simulation speed the same as the actual testing speed.
After the solution was complete, total deformation (3D displacement) of the feature dots was extracted. Reaction force (up to 1.74 N at 15%) for the entire compression in the -Z direction from the top plate was also recorded.
3D displacement measurement using stereo system during model compression test
In order to track 3D trajectories of the feature points on the 3D printed prostate model during the compressing process, a 3D displacement measurement procedure based on a dual camera stereo system was designed and applied. The advantages of using a computer stereo vision approach to capture the 3D spatial information include: tracking 2D patterns on a smooth surface without identifiable 3D features, monitoring 3D deformation with high-frequency data sampling, customizing the system with good flexibility and off-the-shelf equipment, and good portability.
Notations.
The vectors are expressed with bold and skew letters in lower case, while the matrices are expressed with bold letters in upper case. The frames mentioned here are in 3D
spaces by default, each with an origin and three orthogonal coordinates (x, y and z). As with the subscript and superscript notations, given two frames * + * + in 3D space, and ( ) denote the translation and rotation from frame B to frame A, respectively. were carefully adjusted to get a good field of view that covers all the dots on the model, and then fixed on the slide rail attached to the tripod. The foci of the lenses were adjusted and fixed to be on the model, so that the dots on it were sharply projected onto the image planes of the left and right cameras. The two cameras shot in continuous mode with 5 FPS. All the other camera parameters such as the shutter speed, aperture, ISO, exposure compensation and image quality were set to be identical to minimize timing differences during the continuous shooting mode due to different software and hardware settings. A remote controller (Nikon ML-L3) was used to wirelessly control the left and right camera, so that the continuous shooting of two cameras were triggered simultaneously with the pressing of the shutter button on the controller. The remote shutter control also resulted in minimum image blur by insulating the vibration when the shutter was triggered by hand. According to a shooting test with 100 frames in 20 s, the maximum difference in the shooting time of the two cameras was ca. 20 ms.
Individual camera calibration.
The main calibration procedure of the left or right camera individually is based on the Camera Calibration Toolbox for MATLAB. [2] 20 images of a 12 × 12 checkerboard in different locations were taken with each camera, followed by postprocessing of grid corner extraction and calibration optimization. The camera model used in the software package was similar to the model of Heikkilä and Silvén, [3, 4] with the intrinsic parameters consisting of focal length, principal point, skew coefficient and distortions. The radial and tangential distortion model, which is also known as the "Plumb Bob" model, was originated by Brown. [5, 6] Its reduced version was implemented in the software package. [7] The camera extrinsic parameters were computed during the calibration optimization as well, including the translation vector and the rotation matrix from the checkerboard-fixed frame to the camera frame, which was used in the stereo system calibration step. The calibration optimization is a nonlinear minimization problem based on Maximum Likelihood Estimation. [7] 8.4. Stereo camera system calibration. The goal in this step is to recover the relative pose of the right camera to the left camera or vice versa, given the relative pose of the calibration checkerboard to each camera from the last calibration step. Let * + denote the frame fixed to the calibration checkerboard located in the th position where two pictures were taken from the left and right camera during the individual camera calibration step. Let * + and * + denote the left and right camera frame, respectively. Given the intrinsic and extrinsic parameters from the previous calibration procedure, we can recover the relative poses of the checkerboard in the th position with respect to the left and right cameras:
) . The relative pose of the right camera with respect to the left camera can then be computed by:
After transforming the rotation matrix ( ) into the rotation vector from ( ) with Rodrigues' rotation formula, the relative pose of the two cameras can be estimated by simply taking the element-wise median of the transformation and rotation vectors in different checkerboard locations.
The estimated rotation matrix ̃ can then be acquired using the reverse Rodrigues rotation formula. given by:
Image processing (feature extraction
To eliminate the noise in the image RGB values, the Gaussian blur filter was applied to the neighborhood of the initial guess before solving the minimization problem. The initial guess and the reference RGB values were manually initialized only for the first image frames from the left and right cameras, simply by picking the feature points by hand in the image and recording its RGB values. The same set of initial parameters were utilized by subsequent image frames and all the computations were performed automatically.
Post processing (3D trajectory reconstruction).
The goal here is to estimate the 3D position of each feature point expressed in the left or right camera frame at every time step, which can be viewed as solving a ray triangulation problem. For simplicity, only the estimation of the 3D trajectory in the left camera frame * + was considered. Given the intrinsic parameters from the individual camera calibration procedure, the 2D pixel projection information was transformed to the 3D unit bearing measurements 
The computations for each time step and for each feature point were identical, and the notation of the bearing measurements in the left camera frame was simplified to
Due to the error of the 2D feature extraction on the sampled images in the image processing step, the two projected light rays of the bearing measurements may not intersect at a point, which is the ideal estimation of the feature point location in 3D space. An alternative approach is to find the shortest line segment that connects the two projected light rays, and estimate the 3D location of the feature point to be the midpoint of the line segment, as illustrated in Figure S5c . Because ⃗⃗⃗⃗⃗⃗⃗⃗ is perpendicular to the bearing vectors and with scaling factors and , ⃗⃗⃗⃗⃗⃗⃗⃗ ̃ is in the null space of the
The matrix inversion is valid as long as and are not parallel to each other. Given the scale factors , the estimated 3D location of the feature point in the left camera frame * + can be computed as
Finally, the estimated 3D locations at every time step were connected to form the 3D trajectory of each feature point during the compression test of the 3D printed prostate model.
Mapping of the feature dots on the 3D printed prostate model to the corresponding locations on the FEM simulation model
A 3D printed prostate model with feature dots was coated with a thin layer of baby powder alternately depositing layers of the two different materials, followed by their photopolymerization via exposure to a UV system (Omnicure S1500, Excelitas Technologies).
To facilitate the testing of the devices, copper tape was used as electric contact leads and was inserted into the device during the printing process. Specifically, the first copper lead was inserted after printing the first silicone layer (base) and prior to deposition of the bottom hydrogel electrode, and the second copper contact lead was inserted after printing the top hydrogel electrode and prior to depositing the top silicone encapsulation (cover). In addition, to facilitate the uniform printing of the hydrogel on the hydrophobic surface of the silicone, we treated the underlying silicone surface with 10 wt% solution of benzophenone (Sigma Aldrich) in acetone. 
Movie S8.
Finger press on the tactile sensor integrated on the outer surface of the 3D printed prostate model.
Movie S9.
Surgical grasper press on the tactile sensor integrated on the outer surface of the 3D printed prostate model.
Movie S10. Surgical scissors press on the tactile sensor integrated on the outer surface of the 3D printed prostate model.
Movie S11.
Endoscope press on the tactile sensor integrated on the urethra surface of the 3D printed prostate model.
Movie S12. Surgical grasper press on the tactile sensor integrated on the urethra surface of the 3D printed prostate model.
Movie S13. Surgical scissors press on the tactile sensor integrated on the urethra surface of the 3D printed prostate model.
